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Comparison of image registration performed 
with MV cone beam CT and CT on rails and 
Syngo™ Adaptive Targeting software
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Piotr CZEBEK-SZEBEK
ABSTRACT
BACKGROUND: Minimization of geometric errors in treatment delivery is essential in modern confor-
mal and intensity-modulated techniques.
AIM: In this paper two Siemens systems, MVision megavoltage cone beam CT, and CTVision (CT on 
rails), are compared.
MATERIAL AND METHODS: The reproducibility and uncertainty of the image registration procedure 
performed with Adaptive Targeting (AT) software were evaluated. Both systems were evaluated by 
means of simulating the clinical situation with an anthropomorphic phantom in three anatomical 
sites: head & neck, thorax and pelvis.
RESULTS: The results for two methods of image registration, manual and automatic, were evaluated 
separately. The manual procedure was used by two users, more and less experienced.
CONCLUSIONS: The MVision system and CTVision and the Therapist Adaptive software ensure image 
registration with the uncertainty of about 2.0 mm (2 standard deviations). In the case of the auto-
matic registration method better reproducibility of image registration was obtained for MVision. For 
CTVision the necessity of manual identifi cation of the machine isocentre made the registration less 
reproducible. In the case of MVision, the automatic method was more reproducible than the manual 
one (smaller dispersion of results). In the case of CTVision, similar results were obtained for both regis-
tration methods. In the case of manual registration slightly better reproducibility for CT data acquired 
at 2 mm slice thickness and 2 mm slice separation than for data acquired at 5 mm slice thickness and 
5 mm slice separation were obtained. Similar results of manual registration performed by more and 
less experienced users were obtained.
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BACKGROUND
In conformal radiotherapy, the precision of 
patient set-up is of utmost importance[1, 2]. 
Very precise patient set-up allows for de-
crease of the set-up margin and minimizes 
the damage to normal tissues. The 2D elec-
tronic portal imaging systems were used for 
years as the gold standard for verifi cation of 
the patient set-up [3, 4, 5, 6]. In the last few 
years, 3D imaging techniques which enable 
verifi cation of the patient set-up immediately 
before treatment have become more widely 
available in clinical practice. Several systems 
are now in use including: the “CT on rails” 
(CTonR) system, the kilovoltage cone-beam 
CT system, and the megavoltage cone-beam 
CT (MVCBCT) system [7–11]. In addition, he-
lical tomotherapy and systems that utilize two 
ceiling-mounted kilovoltage sources and two 
fl oor-mounted amorphous silicon fl at-panel 
detectors are also used [12–15].
In 2006 two systems, CTVision and MVi-
sion, were installed in the Holycross Cancer 
Centre with a Siemens ONCOR Avant-Garde 
accelerator. The details on these systems are 
published elsewhere [8, 16, 17]. Both systems 
enable on-line registration of images, a plan-
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ning CT, and a treatment CT obtained with 
either the CT on rails or the megavoltage 
cone-beam CT. In general, the registration of 
planning and treatment images can be per-
formed with different computer applications. 
In our hospital, the registration procedure 
is performed with the Adaptive Targeting of 
the Syngo™ workspace (Siemens), which en-
ables automatic and manual overlaying of im-
ages. The reproducibility and uncertainty of 
the registration procedure depend on at least 
three factors: the mechanical uncertainty of 
the system, the uncertainty of the image reg-
istration procedure, and in the case of manual 
registration, the skills of the operator. The 
reliability of registration also depends on the 
quality of images.
AIM
The aim of this work was to compare both 
systems in terms of the: 1) reproducibility, 
2) uncertainty and 3) time needed for image 
registration. We were also interested in how 
the results of image registration depend on 
the experience of the user. The evaluation was 
performed by simulating the clinical situation 
for patients treated in three anatomical sites: 
head & neck (H&N), thorax and pelvis.
MATERIAL AND METHODS
Planning image data acquisition
All experiments were carried out with an an-
thropomorphic phantom (Alderson Phantom). 
For each experiment, a planning kV CT scan 
with large bore Somatom Sensation Open (Sie-
mens) was made. The phantom was always 
aligned with the laser system and with the 
three radiopaque markers placed on the ante-
rior, left, and right surfaces of the phantom.
The radiopaque markers were made in the 
form of small crosses. They were made from 
zinc wire. The diameter of the wire was 0.7 
mm. The planning CT scans were made in 
three anatomical sites: in the head and neck, 
in the thorax and in the pelvis. The CT was 
acquired at slice thickness of 5 mm and slice 
separation of 5 mm in a region volume larger 
by at least 3 cm in superior and inferior di-
rections than the treated volume. In order to 
evaluate the infl uence of the CT information 
density on the reproducibility and uncertainty 
of the matching procedure, the phantom was 
scanned additionally in the thorax region at 
slice thickness of 2 mm and slice separation of 
2 mm. The 512 x 512 pixel matrix was always 
used for the reconstruction.
Treatment planning
The images were sent to a virtual simula-
tion station (Syngo™ Dosimetrist) and simple 
treatment plans were prepared. In the H&N 
region, two opposed lateral fi elds of 15 x 15 
cm2 were used. The isocentre was placed at 
the level of the skull base. In the thorax re-
gion, two opposed AP–PA fi elds of 15 x 15 cm2 
were used to simulate the initial phase of lung 
cancer treatment. The isocentre was placed 
proximal to the parenchyma of the right lung 
at TH5 level. In the pelvis region, the rectan-
gular box technique with AP–PA fi elds of 15 
x 15 cm2 and lateral fi elds of 8 x 15 cm2 was 
used. The isocentre was placed at the level 
of the acetabulum. Then, the treatment plans 
were sent to Syngo™ Therapist, the application 
controlling the accelerator with the Adaptive 
Targeting module.
MV cone-beam CT and CT on rails 
studies
The theoretical analysis of the procedure of 
image registration shows that the result of im-
age registration should not depend on the ini-
tial position of the phantom. For manual mode 
of registration and for CTonR this assump-
tion is obvious. In this mode the user always 
moves the treatment set of images from its 
initial position (the images are grabbed with a 
mouse and moved by the operator) and tries to 
fi nd the best matching of both sets of images. 
Therefore, after any shift of images made by 
the operator the initial position of both sets of 
images is lost.
For CTonR the initial position of the phan-
tom is not kept constant due to rotation and 
movement of the phantom. In automatic mode 
the registration is performed with the MMI 
technique which should not depend on the 
initial position of registered objects. To con-
fi rm this theoretical conclusion the follow-
ing experiment was performed. After set-up 
of the phantom in the treatment position the 
MV cone-beam CT was performed without 
changing the position of the phantom with 
respect to the isocentre. Next the phantom 
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was shifted from its initial position of minus 
4 and minus 8 mm along each direction and 
again the MV cone-beam CT was performed. 
The whole procedure was repeated 10 times 
altogether. After each examination the image 
registration was made and the displacement 
was measured. The expected displacements 
should be (+0 mm, +0 mm, +0 mm), (+4 mm, 
+4 mm, +4 mm) and (+8 mm, +8 mm, +8 
mm) respectively. In Table 1 the results of this 
experiment are shown. The results confi rmed 
the assumption that the image registration 
does not depend on the initial position of the 
phantom. Therefore in all other experiments 
the phantom was placed in the treatment po-
sition on the treatment couch as precisely as 
possible and was not moved from this position 
(the expected shift was always zero).
In the next experiment after placing the 
phantom in the treatment position the MV 
cone-beam CT and registration with CTonR 
was repeated 10 times without changing the 
position of the phantom with respect to the 
isocentre. The cone-beam images were recon-
structed from a set of 200 planar projections 
acquired in 1° steps around the phantom. In 
total 8 MU was delivered. The reconstructed 
cone-beam volume was a cylinder of 27.4 cm 
in height and 27.4 cm in diameter. The doses at 
the centres of the H&N, thorax and pelvis were 
8 cGy, 7 cGy and 8 cGy respectively [18].
After fi nishing the experiments for MVi-
sion the couch was rotated to 180° degrees and 
moved towards the CT gantry (the initial po-
sition of the phantom was not changed). The 
CT scanning was performed by moving the 
CT gantry on a pair of horizontal rails. The 
CT scanning was repeated 10 times without 
changing the position of the table which was 
obtained after rotation of the table. The CT ac-
quisition protocol used for treatment scanning 
was identical to the protocol used for plan-
ning. The image data stored in the computer 
running the CTonR were sent to the Syngo™ 
Therapist station for image registration.
In another experiment the phantom was 
aligned on the treatment couch and one image 
acquisition with either MVision or CTVision 
was performed. After completing the acquisi-
tion the phantom was taken out of the table. 
These three steps, 1) alignment of the phan-
tom on the table, 2) acquisition of images and 
3) taking the phantom out of the table, were 
repeated 10 times. In total 10 image data sets 
were obtained.
Additionally the experiment was performed 
for the thorax region with the planning data 
scanned with 2 mm slice thickness and 2 mm 
interval. In this case, for the CT on rails the 
treatment scanning was made with 2 mm slice 
thickness and interval. The time needed to per-
form each single procedure was measured.
Image registration
Each set of images acquired with either the 
MVCBCT or the CT on rails was registered 
to the appropriate set of CT planning images. 
There were available two methods of registra-
tion: the manual and the automatic one. The 
manual registration was performed by two 
users independently, more and less experi-
enced.
In the case of automatic registration, the 
only thing the operator does is to start the pro-
cess of registration and after completing it to 
accept or reject the result. The AT application 
usually needs less than 10 seconds to perform 
the automatic registration. In the automatic 
MVCBCT 
(mm)
Auto
Mean ± SD
Auto
Mean ± SD
Auto
Mean ± SD
Expected Shift   0 mm 4 mm 8 mm
Thorax 
Lat  0.5 ± 0.9 4.1 ±  0.7 8.5 ± 0.8
Long  0.8 ± 1.3 5.8 ± 0.9 9.0 ± 1.7
Vert 1.1 ± 1.1 4.4 ± 1.0 8.5 ± 1.0
Table 1. Results of image registration for different phantom shifts
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method, the images were registered using a 
maximization of mutual information algo-
rithm (MMI algorithm) [19, 20]. In the cur-
rent software version the rotations have been 
disabled (Version 2.0.125). Before the result 
of registration is accepted the user might go 
through overlaid images presented in three 
views: the coronal, sagittal, and frontal one. 
The system can display each set of images, the 
planning and the treatment ones, with differ-
ent colour schemes.
The transparency levels can be adjusted, 
which helps the user in evaluating the quality 
of image matching. If the result is not accept-
ed the matching may be corrected manually. 
In the manual mode, the registration process 
consisted of a series of rigid-body translations. 
For both methods the results of registration 
were presented to the user in the coronal, the 
sagittal and the frontal subwindow (see Fig-
ure 1 and Figure 2) in terms of shifts along 
the vertical, longitudinal and lateral axis of 
the treatment couch. The shifts describe the 
required shifts to place the phantom in the 
planning position.
The table offset is defi ned by the vector 
which joins the planning isocentre and the iso-
centre of the accelerator. In the case of MVi-
sion the isocentre of the accelerator is identi-
fi ed by the centre of rotation of the gantry. The 
position of the centre of rotation is measured 
every three months according to the proce-
dure recommended by the vendor with a spe-
cialized geometric phantom. The description 
of the geometric calibration can be found in 
the paper published by Pouliot et al. [10]. For 
MVision, before the registration procedure is 
started, it is assumed that the planning iso-
centre lies at the isocentre of the accelerator. 
The user does not need to identify the planning 
isocentre. The process of identifi cation is fully 
automatic. This is not the case for the CTVi-
sion. In the case of CTVision, before the start 
of data acquisition, the table has to be rotated 
and shifted. The position of the CT gantry with 
respect to the accelerator isocentre is known 
with the accuracy of not better than 3 mm.
Therefore the position of the accelerator 
isocentre within CT images cannot be de-
fi ned automatically with suffi cient certainty. 
The planning isocentre has to be defi ned by 
the user manually with the help of fi ducial 
markers. Before the CT scanning three fi du-
cial radiopaque markers were attached to the 
surface of the phantom (two lateral and one 
frontal) at the places indicated by the accel-
erator laser system pointing to the planning 
isocentre.
Fig. 2. The images obtained with CTonR are presented
Fig. 1. Main screen of the Adaptive Targeting software – Sie-
mens Coherence Therapist Workspace. In the application, three 
views are presented to the user: the coronal, the sagittal and the 
frontal one. In the bottom right corner, the results of registration 
are provided. The images obtained with MVision are presented
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After scanning, the operator based on the 
position of the fi ducial markers with the help 
of the two perpendicular lines pointed to the 
treatment isocentre of the phantom. The table 
offsets were always given in millimetres as in-
teger values.
In order to evaluate the infl uence of opera-
tor skill and how individual decisions infl uence 
the result, the manual registration procedure 
was performed by two users. The fi rst one 
(SZD) had used the application for more than 
6 months. The second one was a young medi-
cal physicist (PCS) who was trained in using 
the application for less than 1 month. For the 
fi rst experiment, in the case of the automatic 
method of registration, the results describe 
the reproducibility of the MMI algorithm.
Presentation of the results
The results are presented in terms of the stan-
dard deviation and the mean displacement. 
Let us assume that for the k-th registration the 
shift needed to set up the phantom in the cor-
rect position along the lateral direction is Latk 
(lateral table offset). The standard deviation 
and the mean displacements are given with 
the formulas:
Similar formulas were used for longitu-
dinal and vertical directions. The standard 
deviation represented the reproducibility of 
the procedure. In the literature this value is 
known as the random error for a single patient 
[19]. For the last two experiments, apart from 
the reproducibility given with formula (1), also 
the mean displacement given with formula (2) 
was used. The mean shift represented the un-
certainty of the phantom positioning and is 
known in the literature as the systematic er-
ror for a single patient [21]. Results are given 
separately for both users, for each location, 
and separately for the manual and automatic 
registration procedure.
RESULTS
Results of image registration for different 
phantom shifts (nominal shift 0 mm, 4 mm, 8 
mm) for the thorax are given in Table 1. Re-
sults of the fi rst experiment (for single set-up 
of the phantom and 10 MVCBCT acquisitions 
– Table 2) and second experiment (for single 
set-up of the phantom and 10 CTonR acquisi-
tions – Table 3) are given in terms of the stan-
dard deviation of displacement received along 
each axis, i.e. along the lateral, longitudinal, 
and vertical axes.
The MVCBCT acquisitions for single set-
up of the phantom are presented in Table 2. 
The standard deviation was not larger than 0.5 
mm for automatic registration. Higher stan-
dard deviations were obtained for the manual 
registration. In fi ve cases, the standard devia-
tion was smaller than or equal to 0.5 mm. In 
fi ve cases the standard deviation was 1 mm or 
larger.
The CTonR acquisitions for single set-up 
of the phantom are presented in Table 3. The 
standard deviation was not larger than 0.7 mm 
for automatic registration. In four cases, the 
standard deviation was smaller than or equal 
to 0.5 mm. For the manual registration the 
standard deviation was smaller than or equal 
to 0.5 mm in fi ve cases. In four cases the stan-
dard deviation was 1 mm or larger.
For the third (10 MVCBCT, the phantom was 
set up before each image – Table 4) and fourth 
(10 CTonR, the phantom was set up before each 
image – Table 5) experiment results are given 
in terms of the mean and standard deviation 
values of displacement along each axis, i.e. 
along lateral, longitudinal, and vertical axes. 
Results are given separately for each location, 
and separately for the manual and automatic 
registration procedure. In the fi rst and second 
experiment the standard deviation refl ects the 
reproducibility of the registration procedure. 
In the third and fourth experiments the stan-
dard deviation refl ects both the reproducibility 
of the registration procedure and the differenc-
es in positioning of the phantom on the couch. 
In these experiments the mean value refl ects 
the accuracy of the phantom set-up.
A comparison of reproducibility of image 
registration for the CT planning study per-
formed with 2 mm and 5 mm step and slice 
thickness for MVCBCT and CT on rails is pro-
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vided in Table 6 and Table 7 respectively. The 
comparison did not reveal large differences 
between the data obtained with 2 mm and 5 
mm step.
DISCUSSION
In the experiments the anthropomorphic 
phantom was set up on the treatment couch 
once the reproducibility of the registration 
procedure, performed either automatically or 
manually, was evaluated. In each single case 
the manual registration was carried out by 
two users, one more experienced and one less 
experienced. For MVision the image registra-
tion was robust for location and for direction 
(see Table 2). For automatic registration, the 
standard deviation was not larger than 0.5 
mm. The results show that the automatic reg-
istration is very reproducible. Higher stan-
dard deviations were obtained for the manual 
registration. Only in 2 cases was the standard 
deviation smaller than 0.5 mm. In four other 
cases the results were very close to 0.5 mm. In 
fi ve cases the standard deviation was 1 mm or 
larger. The mean values of the SD calculated 
for all locations and directions were 0.2 mm 
and 0.8 mm for automatic and manual regis-
tration respectively.
For CTVision, there was no difference be-
tween the automatic and manual procedure 
(see Table 3). The mean values of the SD were 
0.7 mm and 0.8 mm respectively. For the au-
tomatic procedure, in only two cases were 
standard deviations smaller than 0.5 mm. The 
Auto
SD (mm)
Manual I
SD (mm)
Manual II
SD (mm)
H&N
Lat 0.25 0.5 0.5
Long 0.75 0.9 0.8
Vert 0.50 0.9 0.7
Thorax
Lat 0.45 1.2 0.5
Long 0.70 1.4 0.9
Vert 0.50 0.8 0.8
Pelvis
Lat 0.65 0.7 0.5
Long 0.70 1.1 0.5
Vert 0.75 1.1 0.6
Table 3. Results of the second experiment (single set-up of the phantom and 10 CTonR acquisitions)
Auto
SD (mm)
Manual I
SD (mm)
Manual II
SD (mm)
H&N
Lat 0.0 0.5 0.3
Long 0.5 0.8 0.5
Vert 0.2 0.7 0.8
Thorax
Lat 0.25 1.6 0.5
Long 0.0 1.3 0.6
Vert 0.0 1.1 0.7
Pelvis
Lat 0.0 0.7 0.7
Long 0.5 0.3 1.0
Vert 0.0 1.0 0.9
Table 2. Results of the fi rst experiment (single set-up of the phantom and 10 MVCBCT acquisitions)
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main reason for having larger SDs for the CT 
on rails than for MVision, and for the auto-
matic method, was the necessity of manual 
identifi cation of the isocentre with the help of 
fi ducial markers. In the case of MVision the 
planning isocentre was identifi ed automatical-
ly. The position of the isocentre is identifi ed 
with the centre of rotation of the gantry. For 
CTVision the isocentre was identifi ed with the 
help of three radiopaque crosses. These zinc 
crosses were seen in the image as a circle of 
almost 5 mm diameter. This caused identifi ca-
tion of the isocentre to be less reproducible. 
For CTVision to improve the reproducibility 
of image registration a more precise proce-
dure of identifi cation of the isocentre should 
be established.
All experiments were carried out with an 
anthropomorphic phantom which is construct-
ed from homogeneous material imitating soft 
tissue. Therefore, in all experiments, the pro-
cedure of manual registration of either MV or 
kV images was mostly based on bony anatomi-
cal structures. In a real clinical situation, one 
may expect that soft tissues would infl uence 
the registration procedure, which on one hand 
would favour CTVision over MVision and on 
the other hand would make the registration 
result more diffi cult. Internal organ move-
ments, changes of the external contour of the 
Auto
Mean ± SD
(mm)
Manual I
Mean ± SD
(mm)
Manual II
Mean ± SD
(mm)
H&N
Lat 0.8 ± 0.6 0.7 ± 0.7 0.4 ± 0.5
Long –1.3 ± 0.6 –1.1 ± 1.0 –2.2 ± 0.8
Vert 0.6 ± 0.5 0.7 ± 0.5 0.4 ± 0.8
Thorax
Lat –1.1 ± 0.9 –0.7 ± 1.2 –0.5 ± 0.5
Long 1.7 ± 0.6 1.5 ± 1.4 1.7 ± 1.3
Vert –1.7 ± 0.5 –1.5 ± 1.2 –2.3 ± 0.7
Pelvis
Lat –1.7 ± 0.7 –0.3 ± 1.3 –1.8 ± 0.8
Long 1.4 ± 1.3 1.0 ± 1.9 2.1 ± 1.8
Vert –1.0 ± 0.7 –0.8 ± 0.8 –1.0 ± 0.9
Table 5.  Results for the third experiment (10 CTonR, the phantom was set up before each image acquisition)
Auto
Mean ± SD
(mm)
Manual I
Mean ± SD
(mm)
Manual II
Mean ± SD
(mm)
H&N
Lat 0.4 ± 0.5 0.8 ± 0.9 0.2 ± 0.4
Long –2.0 ± 0.0 –1.8 ± 0.6 –2.2 ± 0.6
Vert –0.5 ± 0.5 –1.0 ± 0.7 –0.7 ± 0.7
Thorax
Lat –2.5 ± 0.9 –0.9 ± 0.7 –0.9 ± 1.2
Long –1.1 ± 0.5 1.2 ± 0.8 –0.6 ± 1.3
Vert 1.1 ± 1.1 –0.8 ± 1.2 –1.9 ± 1.0
Pelvis
Lat –1.0 ± 0.3 1.0 ± 0.8 0.9 ± 0.6
Long 1.7 ± 0.5 0.9 ± 0.7 1.5 ± 0.5
Vert –1.8 ± 0.4 –2.2 ± 0.6 –2.3 ± 0.5
Table 4.  Results for the third experiment (10 MVCBCT, the phantom was set up before each image acquisition)
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body and other factors would make the regis-
tration more complex.
The MMI registration procedure, applied 
for rigid bodies, works quite well. The MMI 
registration method is implemented as a glob-
al one, i.e. all the voxels take part in registra-
tion. The manual method of registration gives 
the user a chance to register images locally. 
The user may focus on the chosen part of the 
body, thus neglecting the rest of the image in-
formation. For local registration, usually soft 
tissue based, good quality of images is a cru-
cial point. Therefore, in our opinion, for local 
registration the use of the MV images may 
be more diffi cult. The authors’ experience 
with clinical application of the system for lo-
cal soft tissue registration (mostly for prostate 
patients) revealed that such registration may 
be performed only off-line. The on-line regis-
tration procedure is too long to be clinically 
acceptable. All these facts should be kept in 
mind when interpreting the results obtained 
from the registration procedure in which a 
rigid body phantom was used. It should be em-
phasized that in the current version of Syngo™ 
AT application the local registration may be 
performed only manually.
In the next experiment, the anthropomor-
phic phantom was manually placed on the 
treatment couch 10 times and scanned after 
each set-up. Results are given in Tables 4 and 
5. The experiment simulates a real clinical 
situation. No signifi cant differences were ob-
tained for automatic and manual registration 
methods for MVision and CTVision. For MVi-
sion, unexpectedly large differences between 
planned and treatment position of the phantom 
were obtained in each location in one of the 
three directions. For the H&N and longitudi-
nal direction, the mean difference between 
planned and treatment position was close to 
2 millimetres. For the thorax and lateral di-
rection, and for the pelvis vertical direction, 
differences of almost 2 millimetres were ob-
tained. Oliver Morin and coworkers stated that 
MVCBCT used with AT software has the poten-
tial to verify patient shift with sub-millimetre 
precision [11]. In their work the uncertainty of 
the system was measured with a phantom with 
three embedded gold seeds. In our opinion the 
uncertainty of the registration is larger. The 
fi rst source of the systematic uncertainty is 
the geometric calibration of the system. In 
the calibration procedure, the geometric posi-
CTonR
(mm)
Auto 2 mm
SD
Auto 5 mm
SD
Manual 2 mm
SD
Manual 5 mm
SD
Thorax
Lat 0.75 0.75 1.00 0.65
Long 0.80 0.60 0.65 1.35
Vert 0.60 0.50 0.45 0.95
Table 7. Comparison of reproducibility of image registration for CT planning study performed with 2 mm and 5 mm step 
and slice thickness for CTonR
MVCBCT
(mm)
Average value of results obtained 
by 2 observers
Auto 2 mm
SD
Auto 5 mm
SD
Manual 2 mm
SD
Manual 5 mm
SD
Thorax
Lat 0.65 0.00 0.70 0.95
Long 1.50 0.35 0.65 1.25
Vert 1.20 0.50 0.65 0.70
Table 6.  Comparison of reproducibility of image registration for CT planning study performed with 2 mm and 5 mm step 
and slice thickness for MVCBCT
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tion of the isocentre is measured. According 
to vendor specifi cation a misalignment of ±1 
mm is accepted. An additional source of the 
systematic error comes from the fact that the 
result of registration is given in millimetres. It 
means that the uncertainty of the offset given 
by the system is in the range of ±0.5 mm. The 
last important component of the uncertainty is 
the random error made in the registration pro-
cedure. In the fi rst experiment, it was found 
that for MVision for automatic and manual 
registration for single set-up two standard de-
viations were 0.4 mm and 1.6 mm respectively. 
For CTonR for automatic and manual regis-
tration methods the uncertainties given in 
terms of two standard deviations were 1.4 mm 
and 1.6 mm respectively. To summarize, the 
uncertainty of a single measurement for auto-
matic and manual methods may reach the val-
ues of 1.5 mm and 2 mm respectively. Similar 
estimations of the uncertainty of the method 
for MVision and Syngo™ AT were obtained by 
Gayou and Miften. 19 In their opinion, the reg-
istration software is accurate within 2 mm in 
each direction. Wong 13 and coworkers evalu-
ated total positional accuracy of CTVision to 
within 2 mm. The precision of the positioning 
of the phantom on the treatment couch is lim-
ited by the fi nite precision of the alignment of 
a laser system. In our department, the laser 
system is checked weekly and the action level 
is ±1.0 mm. Therefore if one accounts for the 
uncertainty of the registration and the uncer-
tainty of the phantom set-up, it is likely that 
the difference between planned and actual po-
sition of the phantom is close to 2 mm.
The question how the reliability of manual 
registration depends on the experience of the 
user was also assessed in our paper. The re-
sults obtained in the third experiment showed 
that there was a rather small difference be-
tween the more and the less experienced 
user. For CTonR in two cases the difference 
between the mean value of displacement was 
larger than 1 mm (pelvis vertical and longitu-
dinal). However, a slightly larger infl uence of 
user experience on the reliability of the man-
ual registration procedure may be expected 
in real clinical situations. Due to changes of 
the shape and position of internal anatomical 
structures relative to each other, the match-
ing might not be as easy as for the phantom. 
Moreover, in clinical situations, manual reg-
istration has to be done relatively fast, which 
also may affect the accuracy.
Another question raised in this work was 
how the reproducibility of the procedure de-
pends on the CT planning slice thickness and 
separation (see Table 6 and Table 7). For MVi-
sion (Table 6), and if the automatic procedure 
was applied, the reproducibility was worse for 
the CT data collected at 2 mm thickness and 
2 mm separation. For all directions the stan-
dard deviation for the 2 mm step is at least two 
times larger than for the 5 mm step. The au-
thors cannot explain why the results for the 2 
mm step are worse than for the 5 mm step. An-
swering this question requires more details on 
implementation of the MMI algorithm, which 
are not accessible for the users. In the case of 
manual registration the results for both plan-
ning CT data with 2 and 5 mm were similar. 
However, in our subjective opinion using the 
fi ne CT data made the registration easier. For 
CT on rails (Table 7) and if the automatic pro-
cedure was applied for both planning CT data 
with 2 mm and 5 mm steps, the reproducibil-
ity of the registration did not differ. Morin [11] 
and co-workers showed that a fi ne sequential 
1 mm and 3 mm slice thickness gave a stan-
dard deviation of the difference between the 
applied shift and the measured shift of 0.4 mm 
and 0.9 mm respectively. In their paper there 
was no detailed information on the experi-
ment, so it was diffi cult to compare the two 
values. The manual registration plays a very 
important role in local registration. Using fi ne 
CT seems to be advisable if local registration 
is planned.
In the case of CTVision, the mechanical ac-
curacy of treatment couch positioning is im-
portant in the reliability of registration. The 
rotational accuracy of the table was evaluated 
by Uematsu [23] and co-workers to 0.5 mm and 
by Kuriyama [24] and co-workers to 0.4 mm. 
Such a small error in positioning of the table 
has negligible infl uence on the image registra-
tion. However, the necessity of table rotation 
and manual identifi cation of the position of the 
isocentre makes the procedure longer.
CONCLUSION
In conclusion, both systems, MVision and CT-
Vision, ensure reliable data acquisition for im-
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age registration based on bony anatomy with 
uncertainty of about 2 mm. The reproducibil-
ity of the registration performed with CTVi-
sion is deteriorated by the necessity of manual 
identifi cation of the isocentre. The automatic 
image registration method implemented in 
the Adaptive Targeting Module of the Syngo™ 
workspace enables the reliable global regis-
tration of planned and treatment images. For 
CTVision there is no difference between the 
reproducibility of the procedure based on CT 
data acquired at 2 mm slice thickness and 2 
mm slice separation and 5 mm slice thickness 
and 5 mm slice separation. For MVision and 
automatic procedure better reproducibility 
was obtained for the CT data acquired with 
the 5 mm protocol.
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